CLINICAL AND DIAGNOSTIC LABORATORY IMMUNOLOGY, Apr. 2005, p. 552-554 


1071-412X/05/$08.00+0 doi:10.1128/CDLI.12.4.552-554.2005 


Vol. 12, No. 4 


Copyright © 2005, American Society for Microbiology. All Rights Reserved. 


NOTES 


Retrospective Serological Investigation of Severe Acute Respiratory 
Syndrome Coronavirus Antibodies in Recruits from 
Mainland China 
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Different assays were used to analyze 1,621 serum specimens collected from military recruits from the 
People’s Republic of China in 2002 for severe acute respiratory syndrome (SARS) coronavirus antibodies. The 
results demonstrated that the subjects either had rarely been exposed to the virus before the 2003 SARS 
outbreak or had not been exposed but the nucleocapsid protein cross-reacted with other antibodies in humans. 


In mid-November 2002, the first case of a unique atypical 
infectious pneumonia was found in Foshan City, Guangdong 
Province, People’s Republic of China. This disease then spread 
throughout many areas in China and other regions and coun- 
tries around the world. The World Health Organization 
(WHO) recognized it as severe acute respiratory syndrome 
(SARS) (9). In May 2003, a WHO-coordinated scientific team 
identified a novel coronavirus, the SARS coronavirus (SARS- 
CoV), as the causative agent of SARS (4). 

The natural reservoir of SARS-CoV has not been discov- 
ered, although SARS-CoV-like viruses were isolated from Hi- 
malayan palm civets, and evidence of virus infection was also 
documented in other animals (including a raccoon dog [Nyc- 
tereutes procyonoides]) and in humans in a retail market in 
Guangdong Province of China (2). Using immunofluorescence 
and neutralization assays, Zheng et al. (10) detected antibodies 
to human SARS-CoV and/or an animal SARS-CoV-like virus 
in 17 of 938 (1.8%) healthy adults from Hong Kong in 2001, 
suggesting that a small proportion of healthy people in Hong 
Kong had been exposed to SARS-related viruses at least 2 
years before the first SARS outbreak. 

In this study, to investigate whether the people from main- 
land China had been exposed to the SARS-CoV before the 
first SARS outbreak in 2003, 1,621 serum samples were 
screened by enzyme-linked immunosorbent assay (ELISA), 
and the positive samples were further analyzed by various se- 
rological assays. Serum samples were taken from healthy mil- 
itary recruits for routine examination in March 2002, about 1 
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year before the first SARS outbreak; and all serum samples 
were stored at —86°C before SARS-CoV-related analysis. 
These soldiers came from 17 provinces, including Guangdong 
Province, of China; they were all 18-year-old men whose health 
status met the standards for army recruitment. In addition, a 
positive control serum sample was taken from a patient with 
clinically confirmed SARS in Beijing, and a negative control 
serum sample was collected from a healthy volunteer. 

All serum samples were heat inactivated at 56°C for 30 min 
before analysis. They were first screened by using an ELISA kit 
(Beijing GBI Biotechnology Co. Ltd.) that detects immuno- 
globulin G (IgG) antibodies against the SARS-CoV. This 
whole-virus lysate-based kit was the only ELISA kit approved 
by the China State Food and Drug Administration for SARS- 
CoV antibody detection during the 2003 SARS outbreak, and 
it was the most frequently used assay in mainland China. 
Eleven of 1,621 (0.68%) serum samples were positive for IgG 
antibodies against SARS-CoV, and these ELISA-positive sam- 
ples were further tested by immunofluorescence assay (IFA) 
and neutralization assay, which are more specific than ELISA. 
Four hundred ELISA-negative serum samples were also ran- 
domly selected for confirmation of the results by IFA, and the 
results showed that they were all negative by IFA. 

IFA was performed by using an IFA kit that was approved 
for use by the China State Food and Drug Administration 
during the 2003 SARS outbreak and that was manufactured by 
the Institute of Microbiology and Epidemiology, Academy of 
Military Medical Sciences, Beijing. 

Neutralization assay. The serum samples were serially di- 
luted from 1:10 to 1:640 and then mixed with 100 times the 
50% tissue culture infective dose of SARS-CoV. After incu- 
bation for 1 h at 37°C, the mixture was inoculated onto Vero 
E6 cell monolayers in a 96-well plate, with 4 wells used for each 
dilution. The results were determined after a 4-day incubation 
at 37°C. 
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TABLE 1. Results for ELISA-positive samples further analyzed by 
IFA, neutralization assay, protein microarray analysis, and 
nucleocapsid protein-based antigen-capturing ELISA 


Result by: 

Sample no. ios Protein Antigen- 

: ELISA IFA iene a microarray ene 

° analysis“ ELISA? 
1 + + - + + 
2 + + - + + 
3 + + - + + 
4 + + _ ct = 
5 + = = = = 
6 a = = = = 
a a = = = = 
8 + = a = = 
9 + + a = = 
10 a Sg _ = - 
11 a = = = - 
Positive control + + + + + 


Negative control 


“ The results obtained by protein microarray analysis are only those obtained 
for the N protein. 
» N-protein-based antigen-capturing ELISA. 


As Table 1 shows, 6 of the 11 ELISA-positive samples were 
positive for IgG antibodies by IFA. However, all of those were 
negative by the neutralization assay; these findings differed 
from those described in previous reports by Zheng et al. (10) 
for samples from individuals in Hong Kong. To explore the 
reason for the differences in the findings, we further used a 
protein microarray to screen the specific antibodies to individ- 
ual proteins of the SARS-CoV and a nucleocapsid (N) protein- 
based antigen-capturing ELISA to confirm the results for an- 
ti-N antibodies. 

In our previous report (5), the protein microarray assay was 
performed to detect IgG antibodies against the individual 
proteins of the SARS-CoV. Briefly, 13 recombinant proteins 
associated with 4 structural proteins (S, E, M, and N) and 5 
putative uncharacterized proteins (3a, 3b, 6, 7a, and 9b) of 
SARS-CoV were prepared and used to screen 58 serum sam- 
ples from convalescent-phase SARS patients for IgG antibod- 
ies specific for these proteins by use of the protein microarray. 
The cutoff value of the fluorescence intensity for each protein 
was calculated by using the fluorescence intensity values for 
this protein with normal human serum. Antibodies to proteins 
S, 3a, N, and 9b were detected in the sera from convalescent- 
phase SARS patients, whereas antibodies to proteins E, M, 3b, 
6, and 7a were not detected. In the present study, when the 
protein microarray described above was applied to the ELISA- 
positive serum specimens, among the 13 recombinant proteins, 
only the N protein reacted with 3 of 11 samples, whereas all 11 
samples were negative for antibodies to the other main anti- 
genic proteins of SARS-CoV (Table 1). The results revealed by 
protein microarray analysis were further confirmed by an N 
protein-based antigen-capturing ELISA (Table 1). This recom- 
binant full-length N protein-based ELISA kit (Sino-American 
Bioengineering Co.) could detect the total antibodies (IgG, 
IgM, IgA, etc.) to the N protein of SARS-CoV (7). 

Anti-N and anti-S antibodies have been proved to be the first 
and second most frequent antibodies, respectively, in the sera 
from SARS patients (3). However, among the structural pro- 
teins, only the S protein was identified as a significant neutral- 
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ization antigen and protective antigen, and anti-N antibody 
lacks neutralization activity (1). 

In the present study, all ELISA-positive samples were neg- 
ative by the neutralization assay, although at least three sam- 
ples were positive by other tests. These findings suggest two 
possibilities. 

First, 3 of the 1,621 (0.18%) recruits might have exposed to 
SARS-CoV or the SARS-CoV-like virus before the first SARS 
outbreak in 2003. In contrast to the report of Zheng et al. (10), 
the sera from these people were negative by the neutraliza- 
tion assay. The reason is likely that the concentrations of 
neutralizing antibodies, such as anti-S antibodies, were too 
low to neutralize the virus, while the detectable anti-N anti- 
body lacked neutralization activity. Although the exposure his- 
tory and symptoms of the participants studied were unavailable 
for assessment, the existence of subclinical or nonpneumonic 
SARS-CoV infections is possible (8). 

Second, none of the recruits have been exposed to the 
SARS-CoV; and the positive results of ELISA, IFA, protein 
microarray analysis, and antigen-capturing ELISA might have 
been false positive. Since the ELISA and IFA kits used in this 
study were the first and second most frequently used during 
the SARS outbreak in Mainland China in 2003, respectively, 
the presence of possible false-positive results indicates that 
the results obtained with these kits should be combined with 
the results obtained by other diagnostic tests and with clin- 
ical signs and symptoms for the diagnosis of SARS. Use of 
the recombinant N-protein-based protein microarray assay 
and the antigen-capturing ELISA could reduce the probabil- 
ity of false-positive results, but the possible cross-reactivity 
of the SARS-CoV N protein to other antibodies in humans 
should also be taken into account. More specific recombi- 
nant truncated N protein (6) or other potential candidate 
antigens, such as S protein, could be further screened and 
developed for use in reliable serological assays. 

In conclusion, our results suggest that the people from main- 
land China either had only rarely been exposed to SARS-CoV 
before the 2003 SARS outbreak or had not been exposed to 
SARS-CoV at all but the SARS-CoV N protein cross-reacted 
with other antibodies in humans, which needs to be further 
verified. 
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